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The characteristics of an ideal soft x-ray imaging detector are enumerated. 
Of recent technical developments the CCD or charge coupled device goes 
furthest to meeting these requirements. Several properties of CCDs are de- 
scribed with reference to experimental work and their application to practi- 
cal instruments is reviewed. 

19.1 Introduction 

The development of soft x-ray sensitive, electronic imaging detectors for 
scientific applications is a major concern of laboratories worldwide. In 
contrast to purely imaging applications scientific observations require 
quantitative, intensity and position information from the image. Therefore 
the characteristics of an ideal detector must include: 

(1) A spatial resolution comparable to photographic film which implies a 
format with a large number of picture elements. In this case a large number 
is of the order 10° to 10^. 

(2) A high sensitivity, to achieve the efficient detection of single, 
incident photons, to minimize the degradation caused by system noise and to 
provide high temporal resolution. 

(3) A stable transfer function between input and output in order to 
achieve a photometric accuracy of 1%. 

(4) Broad spectral response, or quantum efficiency, covering the energy 
range from 0.2 to 20 keV coupled with energy resolution for single photons 
over the same range. 

The search for a single detector which completely satisfies all these 
conditions has been largely unsuccessful. It has included imaging proportio- 
nal counters [19.1], which combine very large areas, good energy resolution, 
but only moderate spatial resolution, microchannel plates with a variety of 
readout systems which have large areas, good spatial resolution but extreme- 
ly limited energy resolution [19.2,3], and more recently and quite promi- 
singly charge coupled devices or CCDs. 

In the following paragraphs the properties of CCDs as they apply to soft 
x-ray detection and their application to scientific investigations is dis- 
cussed. 

19.2 Properties of Charge Coupled Devices 

CCDs are closely spaced, two-dimensional arrays of M0S capacitors which are 
laid down on a silicon substrate, shown schematically in Fig. 19.1. The capa- 
citors are electrically isolated from each other by the p- and n-type archi- 
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Fig. 19.1 Functional description of 
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tecture of the device and by the applied voltages. A photosite, or picture 
element (pixel), consists of a set of three adjacent capacitors grouped in 
the columns of the array. The electrodes of the capacitors are independently 
controlled by clock" or "gate" voltages. Because of this arrangement this 
type of CCD is known as a three-phase device. 


When an incident x ray is absorbed in the silicon substrate it excites 
electrons into the conduction band which then diffuse into a depletion layer 
formed by the positive voltages applied to the electrodes. These applied 
voltages form a potential well which traps charge at a particular photosite. 
To read out the device the applied voltages are changed, or clocked, so that 
the charge at each photosite along a row is transferred vertically to the 
adjacent site in its column. The charges in the row formed by the lowest 
site in each column are transferred into a shift register where they are 
read out serially following on-chip amplification. 

The key to the operation of the CCD as an x-ray detector is the use of 
the interaction site as the storage site. It can be thought of as an array 
of solid-state detectors each with its own memory for the CCD can accept 
photons over its entire surface simultaneously. 

In "conventional x-ray detection" by the CCO [19.4,5] the detector is 
used exactly as for visible light detection, as a total energy detector. The 
output of a particular pixel is a charge which is proportional to the total 
amount of energy deposited in the pixel. 

The spatial resolution can be determined largely on the basis of pixel- 
to-pixel spacing and charge localization between pixels. 

When only one x-ray photon is known to have interacted in an element of 
the array, then the charge in that element will be j function of the photon 
energy, as in a solid-state detector. Thus, each pixel will have an associ- 
ated energy to charge transfer curve, and hence an energy resolution curve. 
The energy resolution, to a first approximation, is that of a tiny solid 
state detector. 
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On the average one electron-hole pair is created in the pixel for every 
3.6 eV of energy in the x-ray photon. This is a very small amount of energy 
when compared with other soft x-ray detectors. Thus, a proportionally great- 
er number of electrons will be created for each photon interaction* and the 
associated Poisson (or Poisson-like) statistics become more precise. 


Since all pixels have a similar type of response, the CCD may be used as 
a nondi spersive x-ray spectrometer [19.5,6]. The only requirement is that 
the probability of any single pixel receiving more than one photon during an 
integration period be small. 


CCDs have several important characteristics which influence their opera- 
tion as x-ray imaging detectors which we will briefly describe. First the 
quantum efficiency, defined as the probability of detecting an incident pho- 
ton, is a function of x-ray energy and is close to unity for energies bet- 
ween 1 and 10 kilovolts. At the higher energies the efficiency falls off 
because the photons pass through the device without interacting while at the 
lower energies the efficiency falls off because when the CCD is illuminated 
in the so-called front-illuminated mode the x-ray photons are absorbed by 
the electrode and insulating structures on the front surface. These struc- 
tures form a dead layer between 0.5 to 2 microns thick, and to overcome 
their effect CCDs have been operated in a back-illuminated mode. In this 
case the silicon substrate is illuminated directly, and to maximize the ef- 
ficiency its thickness is tailored to the particular application, a process 
known as thinning. This leads to a considerable improvement in sensitivity, 
and we have been able to detect carbon x rays at 250 eV with RCA CCDs 
manufactured in this fashion. 


An alternative approach has been developed by Texas Instruments, who have 
developed a virtual phase CCD [19.8,9]. In this device the three applied 
voltages of the three-phase CCD have been reduced to one. The steplike po- 
tential is created through the use of ion implants in the n-type bune 
channel By reducing the number of polysilicon gates per pixel from three to 
one, the thickness of the dead layer can be substantially reduced However 
in our tests of such a front-illuminated device, we were unable to detect 
carbon K. 4 x rays, and so in this respect, the modification is not an adequate 
substitution for back illumination. 


The intrinsic noise of a CCD limits both the energy resolution and the 
length of time a picture can be integrated. Noise levels of 30 electrons rms 
can be achieved corresponding to energy resolution of 250 eV. The energy 
resolution is essentially independent of energy [19.10], and therefore CCDs 
are better than proportional counters at energies above 500 eV and marginal- 
ly worse at lower energies. The ultimate noise goal is of the order of 10 elec- 
trons nns , which would be set by the stray capacitance of a few hundred pFs 
between the on-chip preamplifier and the last transfer gate. Noise levels ap- 
proaching this have been reported in the literature [19.11] which makes 
their energy resolution superior to proportional counters. 


To achieve these noise levels, the CCD and the on-chip amplifier have 
been cooled. Typical operating temperatures are around -100 °C. However, the 
operating temperature can be made too low for there are other completing 
factors, of which the most important are the charge transfer efficiency ano 
the leakage current, which are also functions of temperature. The charge 
transfer efficiency is the fraction of the original charge transferred from 
one pixel to the next during the readout process. Incomplete charge transfer 
results in a loss of both photometric accuracy and dynamic range and intro- 
duces smearing of the image. The leakage current is a measure of the charge of 
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the spills from an illuminated pixel to adjacent dark pixels. In our tests 
with RCA CCDs we have found that an ideal operating temperature must be de- 
termined for each device, which is warm enough so that charge transfer ef- 
ficiency is adequate {* 0.99995 to 0.99999) while still cool enough to keep 
the leakage current acceptably low. This tradeoff has to be made on a device 
by device basis. 

In principle the dynamic range of the CCD is limited by the readout 
noise and the full well capacity. The latter scales roughly as the pixel 
area, and for 30 urn square pixels the well capacity is ^250,000 electrons. 
The typical dc level for the three-phase CCDs we have tested is several hun- 
dred electrons, which corresponds to a dynamic range of the order of or less 
than 10 J . 

Although one should be able to extend the dynamic range by improving the 
noise characteristics of the preamplifier this is not necessarily true in 
the x-ray region. For a single x-ray photon produces a large number of elec- 
trons,e.g.,a one kilovolt x ray will contribute in excess of 300 electrons, 
and if this value is greater than the noise it will place the limit on the 
dynamic range which is thus energy dependent varying inversely with the in- 
cident photon energy. 

Finally, CCDs have excellent linearity to increases in the incident x-ray 
intensity character! sties of solid-state detectors and pixel nonuniformities 
arising from processing variations and mask alignment errors during fabrica- 
tion are generally quite small. 


19.3 Applications 

Although the primary incentive for our studies of CCDs has been their appli- 
cation to astronomical observations there are many other scientific investi- 
gations in which their sensitivity and excellent spatial resolution can be 
used to advantage. Examples are the in vivo examination, in real time, of 
biological specimens and the recording of the x-ray emission arising during 
the collapse of the fuel pellets used in inertial confinement fusion experi- 
ments. 

In x-ray astronomy a heavy emphasis has been placed on obtaining observa- 
tions with the highest spatial resolution. In this regard most electronic 
detectors have compared poorly to film. However, since film requires recov- 
ery which is impossible in most missions, astronomers have had to be satis- 
fied with observations which were limited by the detector. As a numerical 
example, if we require one arc second resolution and we use a CCD with 15 um 
pixels, a focal length in excess of 6 m is required for the optical system. 
Such arguments have lead to the choice of a 10 m focal length for the Advan- 
ced x-ray Astronomical Facility. The increased image size resulting from a 
large focal length is something of a mixed blessing. First, the field of 
view subtended by the detector is correspondingly reduced. For instance an 
800 x 800 array of 1 arc second pixels subtends a field of just over 13 arc 
minutes. This can be compared with the diameter of the sun which is 32 arc 
minutes. Secondly, such an image contains a tremendous amount of information 
which has to be processed digitally. If the intensity scale is divided into 
256 gray levels, the number of bits required to specify the image is in ex- 
cess of half a million. Thus unless very high data rates are available, the 
transmission time for the image can be very much greater than the exposure 
time. This difficulty tends to negate the advantage provided by the high 
sensitivity of the CCD which is roughly three orders of magnitude better 
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than photographic emulsions and, for solar observation, allows exposure 
times of a few to a few tens of milliseconds. In principle this should open 
up a new field of coronal observations involving the dynamics of the coronal 
structures, changes at boundaries due to magnetic reconnection and the mech- 
anisms of flaring events at high spatial resolutions. However because of 
the high telemetry rates that are required the full potential of these stu- 
dies has yet to be realized. 


An added advantage of the CCD which results directly from its ability to 
detect single x-ray photons is its ability to minimize the effects of bloom- 
ing. Blooming is the spreading of charge which has accumulated in overexpos- 
ed areas to adjacent pixels of the CCD and is common to all electronic imag- 
ing systems. In many astronomical applications, the source object has a very 
large dynamic range and thus the average flux from the region might dictate 
an optimum exposure which causes blooming somewhere else on the chip. How- 
ever, if the CCD is used in the single photon or spectrometric mode, many 
short exposures which will not cause blooming can be summed electronically, 
without loosing spatial resolution because of the digital nature of the de- 
vice, to provide a single image with an effective dynamic range larger than 
that of the CCD. 


19.4 Conclusions 

CCDs used for the detection of soft x rays are a relatively new technology. 
They hold great promise as astronomical x-ray imaging detectors combining 
high spatial resolution and energy sensitivity. In practical applications 
CCDs have both advantages and disadvantages over competing technologies. On 
the plus side, they are compact, low-power devices whose operation requires 
neither the use of high voltages or hard vacuums. On the negative side they 
have to be cooled to temperatures on the order of -100 C for optimum per- 
formance. 

It is almost certain that in the next few years they will see wide appli- 
cation in a variety of space missions and their success will determine their 
future development. 
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